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ABSTRACT 


Counterfeit and illicit tobacco may contain potentially toxic organic 
impurities that result in adverse health effects for the consumer. 
Carcinogenic substances have been found in elevated concentrations in 
counterfeit tobacco. The current study explored swift and cost-effective 
methods, such as Fourier-transform infrared, Raman, and near-infrared 
spectroscopy to identify counterfeit tobacco products. Moreover, it also 
assessed the spectral quality based on range, number of peaks, maximum 
peak intensity, and signal-to-noise ratio. In spectral analysis, infrared 
exhibited superior quality over Raman and near-infrared with a higher 
signal-to-noise ratio. Near-infrared, although with a limited wavelength 
range, showed good quality. Raman, however, displayed poor spectral 
quality due to noise interference. Identification success varied with chemo- 
metric methods, with infrared correctly identifying four out of five 
counterfeit tobacco products and near-infrared identifying three out of five. 
Raman failed in identification, while infrared showed success with some 
mismatches using principal component analysis. Near-infrared and Raman 
successfully identified counterfeit tobacco, with near-infrared providing the 
most distinct separation. Quantification results varied across spectroscopy 
techniques and chemo-metric methods. 


Keywords: carcinogenic, chemo-metric, counterfeit 
1. INTRODUCTION 


The counterfeit tobacco products endanger both the general population 
and individual health. Tobacco products are used extensively with estimated 
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one billion users worldwide and approximately ten million in the United 
Kingdom alone [1, 2]. According to Tobacco Manufacturers’ Association 
(2013), consumers spent an amount equated to £15.1 billion for tobacco 
products in 2012 from which tax revenue was approximately £12.3 billion. 
Consequently, the sale of illegal and counterfeit tobacco products might 
have a significant impact on the economy [3]. According to ICC 
Commercial Crime Services [4], this is a worldwide issue due to the 
devastating effects it has on economies worldwide. Nicotine, formaldehyde, 
and other carcinogenic chemicals, such as _ polycyclic aromatic 
hydrocarbons, and nitrosamines are responsible for tobacco's detrimental 
effects on health [5]. Cheah et al. discovered that some chemicals in 
cigarette smoke may change the expression of genes related to cell death 
and DNA damage, thereby causing Geno toxicity in lung alveolar epithelial 
cells [6]. Tobacco smoke contains poisonous chemical carbon monoxide 
which causes smokers to experience temporary low oxygen levels [7]. 
Nevertheless, exposure to these effects during pregnancy might cause birth 
defects or even death of mother [8]. Both short-term and long-term exposure 
to side-stream smoke may be harmful to passive smokers [9]. Resultantly, 
the range of health consequences linked to tobacco extends beyond current 
users [10]. 


The majority of illicit cigarette products originate from countries 
outside the European Union (EU). These products may be authentic, 
however, they are brought into the country illegally which has a significant 
impact on legal tobacco trade and income. Alternatively, the source is often 
not stated and uncontrolled counterfeit tobacco products may include a wide 
variety of harmful compounds [10]. Tobacco that is not authentic may 
include organic and elemental impurities which are harmful known as 
‘carcinogens’ in the form of elemental pollutants, such as cadmium, lead, 
and thallium [11]. Contrarily, ammonium salts, caffeine, chlorogenic acid, 
formic acid, glucose, isopropanol, methanol, propylene glycol, quinic acid, 
and sucrose were principal organic pollutants discovered in counterfeit 
tobacco. Additionally, the nicotine content of counterfeit tobacco was 
higher than that of real tobacco products [12] and it is critical to identify the 
organic and elemental harmful components of fake tobacco. There has been 
little investigation into the organic components of counterfeit tobacco with 
most studies focusing on the detection of elemental components. 
Inductively coupled plasma-optical emission spectrometry and energy 
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dispersive polarized X-ray fluorescence spectroscopy (ED-PXRF) are two 
most popular technologies used to identify counterfeit tobacco [13]. 


A significant portion of techniques used to identify counterfeit tobacco 
were intrusive and included measures, such as gas chromatography-flame 
ionization detection to measure nicotine [5], LED-induced fluorescence 
spectroscopy [14], liquid chromatography, and nuclear magnetic resonance 
(NMR) [12]. However, these methods need spending time and money and 
preparing samples with great care. On the other hand, attenuated total 
reflectance-Fourier transform infrared spectroscopy (ATR-FTIR) has the 
advantage to measure very small amounts of material (for instance, a few 
mg) in a relatively shorter amount of time. The determination of how well 
Fourier-transform infrared, Raman, and near-infrared spectroscopy work to 
detect fraudulent tobacco products was the driving force for the current 
research. 


2. MATERIAL AND METHOD 
2.1. Materials 


Reference standards in the current study were selected based on the 
constituents/impurities commonly present in authentic and counterfeit 
tobacco products. These substances including 4-(2-thiazolylazo) resorcinol, 
ammonium hydroxide, formic acid, glucose, isopropanol, nicotine, rutin, 
and sucrose were purchased from Sigma-Aldrich. Moreover, 15 authentic, 
five illicit, and five counterfeit tobacco products were obtained from local 
retailers and the Food Standard Agency (FSA), respectively (Table 1). 


School of Pharmacy Ray 
Volume | Issue 2, Fall 2023 al 


UMT— 43 


Identification of Counterfeit Tobacco... 


Table 1. Authentic, Illicit, and Counterfeit Cigarette Brands and Information 


Bone Label Claim Cigarette Concentration (% 
nace Brand Source (mg/cigarette) Mass m/m) 

Tar NIC CO (mg) Tar NIC CO 

Aj ne UK 10 #09 ~©10 879 «1.138 «0.102 ‘1.14 

AQ sear UK 8 0.7 9 857.8 0.933 0.082 1.05 

A3 JSP Silver UK 7 06 8 810.1 0.864 0.074 0.99 

A4 Marlboro UK 10 O8 10 905 1.105 0.088 1.10 

AS Marlboro Gold UK 6 05 7 837.2 0.717 0.06 0.84 
Original 

AG Marlboro White UK 6 05 7 842.5 0.712 0.059 0.83 
Menthol 

AT Mayfair King Size UK 10 09 10 881 1.135 0.102 1.13 

A8 Richmond King Size UK 10 09 10 841.7. 1.188 0.107. 1.19 

A9 Rothmans King Size UK 10 0.9 10 884.4 1.131 0.102 1.13 

Al10 Silk Cut Purple UK 5 05. 5 925.5 0.54 0.054 0.54 

All Codey yen UK 15 13 NA 750 2 0.173. NA 

Rolling Tobacco 

Al2 Winston Red UK 10 O8 10 827.9 1.208 0.097. 1.21 

A13 Lambert & Butler UK 10 «600.9 (10 836 «1.196 0.108119 
Original 

Al4 Superkings Black UK 10 09 10 913.1 1.095 0,099 1.09 
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ee Label Claim Cigarette Concentration (% 
fe Brand Source (mg/cigarette) Mass m/m) 
a Tar NIC CO (mg) Tar NIC CO 
Al5 Superkings Blue UK 8 0.8 8 961.2 0.832 0.083 0.83 
Il Karelia Slims Greece NA - - 849.8 NA NA NA 
2 Marlboro GCC 8 0.6 8 912 0.877 0.066 0.87 
13 Marlboro Ukraine NA 0.7 9 966.3 NA 0.072 0.93 
14 Me vos! Poland 7 40.5 9 802.9 0.872 0.062 1.12 
Original 
C1 Goce yee UK 15 13 NA 750 2 0.173 NA 
Rolling Tobacco 
C2 Golden Vrremil: Guess. 1S 43° NA. "750 2 0.173 NA 
Rolling Tobacco 
C3 Lambert & Butler UK 10 0.9 10 
C4 Superkings UK 10 0.9 10 891.6 1.122 0.101 1.12 
C5 Superkings Greece 10 0.9 10 774.9 1.29 0.116 1.29 
NA = Not available, NIC = Nicotine, CO = Carbon monoxide 
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2.2. Method 


Pure substances were used without treatment. Tobacco products 
underwent homogenization and their content was transferred into 4-mL 
glass vials, weighed with a Mettler Toledo balance. These products were 
then mixed with a Grant-bio PV-1 vortex mixer for spectral measurement 
using a few milligrams of the powdered sample. 


2.3. Characterization of Samples 


Samples were analyzed using the Bruker Mobile-IR Spectrometer, 
featuring an easy-to-clean single reflection pure diamond ATR crystal 
highly resistant to scratches. The spectral range was 500-6000 cm"! with an 
optical resolution of 1 cm’. 


Samples were analyzed using a Rigaku FirstGuardTM Handheld Raman 
Analyzer with a 1064 nm excitation wavelength, 500mW laser power, and 
a TE-cooled InGaAs detector. Authentic and illicit tobacco samples were 
measured at 300mW laser power with a peak search threshold of 1000 for 
diverse matches and an average count of 8 for higher intensity results. 
Counterfeit samples were measured at 200mW laser power to prevent 
saturation with Benzonitrile as the background for Raman analysis [15]. 


Samples were analyzed using the JDSU MicroNIRTM 1700 
Spectrometer equipped with a Linear Variable Filter (LVF) dispersing 
element and a 128-pixel uncooled InGaAs photodiode array. The 
wavelength range was 950-1650 nm, with a spectral bandwidth of 
approximately 1.25% of the center wavelength. The instrument's 
operational range of -20 to 40°C allowed measurements at extreme 
temperatures and Spectralon was used as a standard for 100% reflectance in 
NIR measurements. 


Spectral pre-treatment involved noise reduction and signal enhancement 
using multiplicative scatter correction and Savitsky-Golay first derivatives 
(MSC-D1) on raw spectra for each method (FTIR, Raman, NIR). The 
processed MSCD1 spectra underwent analysis for 
classification/identification through correlation in wavenumber/wavelength 
space (CWS) and Principal Component Analysis (PCA) with a threshold r 
value of 0.95 for similarity assessment. 


PLSR aimed to identify latent X-variables for optimal prediction of Y- 
variables, where X-variables represented spectral data points of tobacco 
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samples and Y-variables were nicotine or carbon monoxide concentrations 
(% m/m). MLR sought a mathematical link between X and Y using multiple 
predictor values based on MSCD1 spectral peaks. Five main peaks across 
the spectral range were chosen as X-variables. Models, created using 
authentic tobacco samples for calibration and validation, were developed 
for nicotine or carbon monoxide concentration (% m/m). 


3. RESULTS AND DISCUSSION 
3.1. Spectral Quality 


The current study aimed to explore the viability of identifying 
counterfeit tobacco products through NIR, Raman, and FTIR spectroscopy. 
While, spectroscopic methods present a quick, portable, and non- 
destructive alternative [16-19]. 


3.1.1. Mobile-IR. Substances were evaluated based on range, number 
of peaks, maximum peak intensity, and signal-to-noise ratio (S/N). The 
absorption range for all substances remained within 500-4000 cm-l. 
Resorcinol displayed the highest intensity peak at 0.716, while lactose 
exhibited the lowest at 0.229 au. Formic acid had the highest S/N at 1086 
and sucrose had the lowest at 4.47. Isopropanol showed a relatively higher 
S/N ratio of 412. Rutin, with 20 peaks, had a significantly higher S/N ratio 
(31) as compared to glucose (4.6) which had 19 peaks. Despite a substantial 
number of peaks, sucrose displayed the lowest S/N ratio and the second- 
lowest maximum peak intensity (Figure 1-3). 


On the other hand, the spectral quality of tobacco was poor showing 
fewer peaks, low peak intensity, and low S/N ratios. The highest ratios 
recorded were 7.94, 6.13, and 5.23 for authentic, illicit, and counterfeit 
tobacco samples, respectively. 


MSC-D1 Spectra showed an increased number of peaks as compared to 
the raw spectra, however, also had more noise (Figure 3). 


Counterfeit samples exhibited lower-intensity peaks, higher offset, 
noise, and less defined peaks as compared to genuine tobacco, likely due to 
fewer IR-active ingredients or more IR-inert chemicals. Both genuine and 
fake tobacco products displayed peaks at approximately 3300 cm’ and 2900 
cm’, indicative of O-H and CH2 functional groups (Li et al. 2014). In MSC- 
D1 spectra, peaks in the functional group area (1500 — 4000 cm‘!) showed 
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reduced intensity and clarity, likely due to an enhanced definition in the 
fingerprint area. 
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Figure 1. Raw FTIR Spectra of Pure Substances (a) Ammonium 
Hydroxide, (b) Caffeine, (c) Formic Acid, (d) Glucose, (e) Isopropanol, (f) 
Lactose, (g) Nicotine, (h) Resorcinol, (i) Rutin, (j) Sucrose. Measurements 
were Performed using the Mobile-IR FTIR Spectrometer. 
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Figure 2. Raw FTIR Spectra of Authentic and Counterfeit Tobacco 
Samples (a) Authentic Benson & Hedges Gold (b) Golden Virginia Rolling 
Tobacco (British) 


Figure 3. MSC-D1 FTIR Spectra of (a) Authentic Benson and Hedges Gold 
(A1), (b) Counterfeit Golden Virginia Rolling Tobacco (British) (C1) 
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3.1.2. Raman. In analysis, all the six substances exhibited scattering in 
the 650-2000 cm-1 range, with varying peak intensities (314 to 13143 
arbitrary units). Rutin had the highest S/N ratio (523), whereas ammonium 
hydroxide had the lowest (2.47) due to prominent noise. Nicotine and 
caffeine displayed strong Raman scattering with 10 and 17 peaks and high 
S/N ratios (160 and 92). Formic acid and resorcinol, both with five peaks, 
showed contrasting S/N ratios (137 for formic acid, 6.04 for resorcinol). 
Tobacco spectral evaluation revealed poor results, with 3-5 Raman peaks, 
diminished intensities, and increased noise levels, hindering the signal 
(Figure 4-6). 


Spectral quality varied based on Raman activity, with active substances, 
such as caffeine, formic acid, and rutin showing better quality. While, 
Raman-inactive substances exhibited poorer quality with fewer peaks and 
increased noise. Despite MSC-D1 pre-treatment improving peak definition, 
it also increased noise, not significantly enhancing the spectral quality of 
tobacco samples due to inherent high noise in their raw spectra [20]. 


3.1.3 Near-Infrared. The raw NIR spectra of 8 pure substances was 
displayed between 1 and 4 peaks along with absorbance range confined 
within 900—1700 nm. The maximum intensity values ranged from 0.327 au 
(resorcinol) to 22169 au (lactose). Lactose, glucose and sucrose had higher 
maximum intensities (22169, 16598, and 14158 au, respectively) as 
compared to other substances. Despite its high maximum peak intensity, 
glucose had the lowest S/N ratio at 2.14, whereas the S/N ratio spanned 
from 2.14 (glucose) to 2842 (rutin). The absorbance range of these raw NIR 
spectra was narrower matched to conventional NIR instruments (laboratory 
and handheld) (Figure 7-11). 
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Figure 4. Raw Spectra of Pure Substances (a) Ammonium Hydroxide, (b) 
Caffeine, (c) Formic Acid, (d) Nicotine, (e) Resorcinol, (f) Rutin. Measured 
using the Rigaku FirstGuard™ Handheld Raman Analyzer 
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Figure 5. Raw Raman Spectrum of Authentic Benson and Hedges Gold 
Tobacco (A1) 


Figure 6. MSC-D1 Raman Spectra of (a) Authentic Benson and Hedges 
Gold (A1), (b) Counterfeit Golden Virginia Rolling Tobacco (C1) 
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Figure 7. Raw Spectra of Pure Substances (a) Ammonium Hydroxide, (b) 
Formic Acid, (c) Glucose, (d) Lactose, (e) Nicotine, (f) Resorcinol, (g) 
Rutin, (h) Sucrose. Measurements were Performed using the JDSU 
MicroNIR™ 1700 Spectrometer. 
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Figure 8. MSC-D1 NIR Spectra of Glucose 


0.004 


Figure 9. MSC-D1 NIR Spectra of (a) Authentic Benson and Hedges Gold 
(Al), (b) Counterfeit Golden Virginia Rolling Tobacco (British) (C1) 
Conventional NIR Instruments (laboratory and handheld). 
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Figure 10. MSC-D1 NIR Spectra of Glucose 
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Figure 11. MSC-D1 NIR Spectra of (a) Authentic Benson and Hedges Gold 
(A1), (b) Counterfeit Golden Virginia Rolling Tobacco (British) (C1) 
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Comparing spectral quality with NIR is quite challenging due to the 
instrument's limited wavelength range and complex nature of raw NIR 
spectra, composed of molecular vibrations. Counterfeit tobacco showed 
more significant effects on baseline shifts and spectral slopes, attributed to 
factors, such as instrument stability, temperature, humidity, and particle size 
differences. Applying MSC-D1 reduced or eliminated these unwanted 
features, although an increase in peak number and noise persisted in the 
spectra of counterfeit tobacco [21]. Secondly, it is difficult to interpret raw 
NIR spectra as they are composed of combinations of molecular vibrations, 
resulting in a complex spectrum [22]. 


3.2 In-built Identification 


3.2.1 Pure Substances. Table 2 and 3 show the in-built matches for 
pure substances measured using the Mobile-IR FTIR Spectrometer and 
Rigaku FirstGuardT™ Handheld Raman Analyser. No matches were found 
when the spectra of tobacco samples were compared with the in-built 
libraries of Mobile-IR and Handheld Raman instruments. Because of this, 
no results were obtained and identification could not be achieved using this 
method. 


Table 2. List of in-built Matches for the Raw Spectra of Pure Substances 
Measured using the Mobile-IR FTIR Spectrometer 


Sample Match HQI 
Nicotine R1 3-(methylpyrollidine) Pyridine 991 
Nicotine R2 3-(methylpyrollidine) Pyridine 990 
Nicotine R3 3-(methylpyrollidine) Pyridine 990 
Nicotine R4 3-(methylpyrollidine) Pyridine 990 
Resorcinol R1 4-(2thiazolylazo) resorcinol 952 
Resorcinol R2 4-(2thiazolylazo) resorcinol 950 
Resorcinol R3 4-(2thiazolylazo) resorcinol 951 
Resorcinol R4 4-(2thiazolylazo) resorcinol 950 
Glucose R1 Glucose 990 
Glucose R2 Glucose 986 
Glucose R3 Glucose 986 
Glucose R4 Glucose O75 
Caffeine R1 Caffeine 915 
Caffeine R2 Caffeine 988 
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Sample Match HQI 
Caffeine R3 Caffeine 945 
Caffeine R4 Caffeine 995 
Sucrose R1 Lipo - drop yellow 985 

Lipo - drop red 980 

Powdered sugar 948 

Sucrose R2 Store brand powdered sugar 992 
Tic-tac 987 

Vanilla sugar 986 

Sucrose R3 Lipo - drop yellow 985 
Lipo - drop red 980 

Powdered sugar 948 

Sucrose R4 Lipo - drop yellow 986 
Lipo - drop red 981 

L-tartaric acid 956 

Formic acid R1 Formic acid 932 
Methyl vinyl ether 599 

Methyl vinyl ether 501 

Formic acid R2 Formic acid 673 
Formic acid R3 Formic acid 672 
Formic acid R4 Formic acid 902 
Rutin R1 Rutin 989 
Rutin R2 Rutin 986 
Rutin R3 Rutin 985 
Rutin R4 Rutin 985 
Isopropanol R1 2-propanol 979 
DBV Leich + lauf 978 

Zonil FSA 976 

Isopropanol R2 Isopropanol O07 
Isopropanol R3 2-propanol O07 
DBV Leich + lauf 874 

Zonil FSA 682 

Isopropanol R4 2-propanol 990 
DBV Leich + lauf 872 

Zonil FSA 681 


HQI = Hit quality index, R = Sample replicate 
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Table 3. List of in-built Matches for the Raw Spectra of Pure Substances 
Measured using the Rigaku FirstGuard™ Handheld Raman Analyser 


Sample Match HQI 
Nicotine R1 No match = 
Nicotine R2 No match : 
Nicotine R3 No match = 
Resorcinol R1 Resorcinol 864 
Resorcinol R2 Resorcinol 881 
Resorcinol R3 Resorcinol 877 
Glucose R1 Glucose 912 
Glucose R2 Glucose 927 
Glucose R3 Glucose 896 
Caffeine R1 Caffeine 935 
Caffeine R2 Caffeine 929 
Caffeine R3 Caffeine 925 
Sucrose R1 Sucrose 908 
Sucrose R2 Sucrose 911 
Sucrose R3 Sucrose 896 
Formic acid R1 Formic acid 936 
Formic acid R2 Formic acid 933 
Formic acid R3 Formic acid 928 
Rutin R1 Rutin 818 
Rutin R2 Rutin 814 
Rutin R3 Rutin 805 


HQI = Hit quality index, R = Sample replicate 
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3.3 Offline Identification 
3.3.1. Correlation in Wavelength Space. 
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Figure 12. Correlation Maps of the MSC-D1 FTIR Spectra of (a) Pure 
Substances (1) Ammonium Hydroxide, (2) Caffeine, (3) Formic Acid, (4) 
Glucose, (5) Isopropanol, (6) Lactose, (7) Nicotine, (8) Resorcinol, (9) 
Rutin, (b) Pure Substances (1) Ammonium Hydroxide, (2) Caffeine, (3) 
Formic Acid, (4) Glucose, (5) Isopropanol, (6) Lactose, (7) Nicotine, (8) 
Resorcinol, (9) Rutin And, (10-24) Authentic Tobacco, (25 -28) Illicit and 
(29 — 33) Counterfeit Tobacco, (c) Pure Substances (1) Ammonium 
Hydroxide, (2) Caffeine, (3) Formic Acid, (4) Glucose, (5) Isopropanol, (6) 
Lactose, (7) Nicotine, (8) Resorcinol, (9) Rutin, (10-24) Authentic Tobacco, 
(25 -28) Illicit and (29 — 33) Counterfeit Tobacco. Green Colour is an r 
value > 0.95. Measured using the Bruker Mobile-IR Equipped with ATR 
Diamond. Correlation Coefficient Values are Displayed by a Graduated 
Colour Scale. 


School of Pharmacy Roy 59 
Volume | Issue 2, Fall 2023 we UMT 


Identification of Counterfeit Tobacco... 


15 20 25 30 
Sample 


5 10 16 20 5 30 
Sample 


Figure 13. Correlation Maps of the MSC-D1 Raman Spectra of (a) Pure 
Substances. Substances (1) Ammonium Hydroxide, (2) Caffeine, (3) 
Formic Acid, (4) Nicotine, (5) Resorcinol, (6) Rutin, (b) Pure Substances 
(1) Ammonium Hydroxide, (2) Caffeine, (3) Formic Acid, (4) Nicotine, (5) 
Resorcinol, (6) Rutin, (7-21) Authentic, (22-27) Illicit and (28-32) 
Counterfeit Tobacco, (c) Pure Substances (1) Ammonium Hydroxide, (2) 
Caffeine, (3) Formic Acid, (4) Nicotine, (5) Resorcinol, (6) Rutin, (7-21) 
Authentic, (22-27) Illicit and (28-32) Counterfeit Tobacco - Green Colour 
is an r value of > 0.95. Measured using the Rigaku!™ Raman Analyser. 
Correlation coefficient Values are Displayed by a Graduated Colour Scale 
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Figure 14. Correlation Map of the MSC-D1 NIR Spectra of (a) Pure 
Substances (1) Ammonium Hydroxide, (2) Caffeine, (3) Formic Acid, (4) 
Glucose, (5) Lactose, (6) Nicotine, (7) Resorcinol, (8) Rutin, (9) Sucrose, 
(b) Pure Substances (1) Ammonium Hydroxide, (2) Caffeine, (3) Formic 
Acid, (4) Glucose, (5) Lactose, (6) Nicotine, (7) Resorcinol, (8) Rutin, (9) 
Sucrose, (10-24) Authentic, (25-29) Illicit and (30-34) Counterfeit Tobacco, 
(c) Pure Substances (1) Ammonium Hydroxide, (2) Caffeine, (3) Formic 
Acid, (4) Glucose, (5) Lactose, (6) Nicotine, (7) Resorcinol, (8) Rutin, (9) 
Sucrose, (10-24) Authentic, (25-29) Illicit and (30-34) Counterfeit Tobacco 
- Green Colour is an r value > 0.95. Measured using the Handheld 
MicroNIR™ 1700 Spectrometer. Correlation Coefficient Values are 
Displayed by a Graduated Colour Scale. 
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CWS assessed the spectral similarity by comparing the absorbance or 
scattering at each wavenumber using r values. A threshold of 0.95 indicated 
sufficient similarity, differentiating between counterfeit and authentic 
samples with coloured correlation maps used for evaluation [23]. 


Pure compounds including rutin, ammonium hydroxide, caffeine, 
formic acid, nicotine, and resorcinol were correlated using CWS, yielding a 
maximum r value of 0.3, indicating significant dissimilarity. CWS 
successfully recognized raw materials from Raman spectra and no 
mismatches occurred between tobacco samples and pure chemicals, 
revealing a lack of sensitivity at low concentrations similar to FTIR studies 
[24]. 


While comparing tobacco samples, CWS failed to categorize them due 
to r values consistently below the 0.95 cut-off for valid identification. 
Genuine tobacco comparisons yielded r values around 0.3, indicating 
notable variations in each tobacco's spectrum and maximum r values of 0.7 
suggested discrimination between brands. However, the inability to 
distinguish between legitimate, illegal, and counterfeit tobacco was a 
significant drawback, possibly influenced by sample non-uniformity- 
induced noise in the spectra [23]. 


NIR spectra of pure compounds (ammonium hydroxide, caffeine, 
lactose, glucose, nicotine, resorcinol, rutin, and sucrose) were correlated, 
yielding r values from -0.4 to 0.9, highlighting notable differences (e.g., 
glucose and caffeine) and similarity (e.g., sucrose and rutin). While, 
glucose, lactose, and sucrose showed a minimum r value of 0.7, indicating 
similarity. Mismatches occurred while connecting pure chemicals and 
tobacco. Rutin demonstrated high NIR activity, possibly explaining its 
resemblance. Despite an error in nicotine detection, CWS achieved an 89% 
accuracy rate in separating tobacco from pure chemicals [25, 26]. 


Genuine tobacco brands showed matches (r values > 0.95) and were 
recognized as legitimate by CWS due to consistent physicochemical 
characteristics. Matches between legal and illegal tobacco brands indicated 
identical physicochemical characteristics. Comparing real and fake tobacco 
products yielded at least a 0.87 r-value, with 60% identified as counterfeit. 
However, CWS recognized some as identical substances, revealing partial 
effectiveness in counterfeit tobacco identification [27]. 
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3.4. Principal Component Analysis 
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Figure 15. PCA Scores Plots of (a) All Pure Substances, (b) Pure 
Substances Minus Nicotine, Caffeine and Isopropanol. Measured using the 
Bruker Mobile-IR FTIR Spectrometer. 
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Figure 16. PCA Scores Plots for (a) Authentic/Illicit/Counterfeit Tobacco, 
(b) Authentic/Counterfeit Tobacco, (c) Authentic & Illicit Tobacco. 
Measured Using the Bruker Mobile-IR FTIR Spectrometer 
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Figure 17. PCA Scores Plot of Pure Substances Measured using the 
Rigaku™ Handheld Raman Analyzer. 
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Figure 18. PCA Scores Plots of (a) Authentic, Illicit and Counterfeit 
Tobacco, (b) Authentic and Counterfeit Tobacco, (c) Authentic and Illicit 
Tobacco. Measured Using the Rigaku Handheld Raman Analyzer. 
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Figure 19. PCA Scores Plots of (a) All Pure Substances, (b) Pure 
Substances Minus Nicotine and Caffeine. Measured Using the Handheld 
MicroNIR™ 1700 Spectrometer. 
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Figure 20. PCA Scores Plots of (a) Authentic, Illicit and Counterfeit 
Tobacco, (b) Authentic and Counterfeit Tobacco, (c) Authentic and Illicit 
Tobacco. Measured Using the Handheld MicroNIR™ 1700 Spectrometer. 


PCA was employed for spectral similarity evaluation using principal 
components (PCs) instead of whole spectra, assessing the capacity to detect 
counterfeit tobacco by ideally grouping the genuine samples for 
authentication and distinctly separating fake brands. 


Pure compounds (ammonium hydroxide, formic acid, glucose, 
isopropanol, lactose, nicotine, resorcinol, rutin, and sucrose) were initially 
plotted by PCA, explaining 69% of total variation through PCs 1 and 2. 
While, differentiation was observed for isopropanol, caffeine, and nicotine, 
overlapping occurred for other chemicals, rendering PCA unable to identify 
them accurately. After removing isopropanol, caffeine, and nicotine, PC1 
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and PC2 explained 66% of variation with improved differentiation, yet poor 
accuracy was noted in identifying raw components [28]. Plotting scores for 
real, illegal, and counterfeit tobacco revealed significant overlapping 
between real and illegal samples, with 56% of total variance explained by 
PC1 and PC2, indicating dispersed variation in their spectra. While, PCA 
identified fake tobacco to some extent, mistakes were noted, especially the 
difficulty of distinguishing fake from real samples. 


PCA scores for pure compounds (ammonium hydroxide, caffeine, 
formic acid, nicotine, resorcinol, and rutin) showed clusters for replicas of 
specific compounds, accounting for 82% of total variation with PC1 and 
PC2. While some compounds overlapped, only 50% of raw materials could 
be identified. While comparing real, illegal, and counterfeit tobacco, PC1 
and PC2 explained 22% of the total variation, showing overlapping between 
duplicates and suggesting that illegal tobacco was made with real 
substances. Excluding illegal tobacco revealed no overlapping between real 
and fake samples, allowing PCA to identify counterfeit tobacco despite 
outliers in real tobacco spectra [29]. 


PCA applied to pure chemicals (ammonium hydroxide, caffeine, formic 
acid, glucose, lactose, nicotine, resorcinol, rutin, and sucrose) identified 
caffeine and nicotine easily due to substantial variation on PC1 and PC2. 
PCA improved without nicotine or caffeine, providing clearer sample 
separation. Genuine, illegal, and counterfeit tobacco products were clearly 
classified based on PCA scores plot of their MSC-D1 NIR spectra, 
achieving 100% accuracy in identifying counterfeit tobacco [30, 31]. 


3.4.1 Quantification 


3.4.1.1. Partial Least Squares Regression. PLSR models for CO and 
NIC in tobacco, with concentrations ranging from 0.06 to 0.11% m/m for 
NIC and 0.5 to 1.2% m/m for CO, showed comparable accuracy. NIC model 
(Model 3) exhibited low accuracy (r2 values of 0.42 and 0.77), good 
repeatability (RMSEC and RMSEP values of 0.013 and 0.021% m/m), 
however, a substantial error rate (RSEP = 23%). CO model (Model 4) had 
higher calibration accuracy (12 = 0.99) but lacked repeatability (RMSEC 
and RMSEP values of 0.019 and 0.15% m/m) with a noteworthy exterior 
prediction error (RSEP = 14%) (Figure 21-26). 
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Figure 21. PLSR Scatter Plots of Nominal Versus Predicted Nicotine 
Concentrations for (a) Calibration, and (b) Validation Sets of Authentic 
Tobacco Samples Measured Using the Mobile-IR FTIR Spectrometer. 
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Figure 22. PLSR Scatter Plots of Nominal Versus Predicted Carbon 
Monoxide Concentrations for (a) Calibration, and (b) Validation Sets of 
Authentic Tobacco Samples Measured Using the Mobile-IR FTIR 
Spectrometer. 
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Figure 23. PLSR Scatter Plots of Nominal Versus Predicted Nicotine 
Concentrations for (a) Calibration, and (b) Validation Sets of Authentic 
Tobacco Samples Measured using the Handheld Raman Analyzer. 
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Figure 24. PLSR Scatter Plots of Nominal Versus Predicted Carbon 
Monoxide Concentrations for (a) Calibration, and (b) Validation Sets of 
Authentic Tobacco Samples Measured Using the Handheld Raman 
Analyzer. 
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Figure 25. PLSR Scatter Plots of Nominal Versus Predicted Nicotine 
Concentrations for (a) Calibration, and (b) Validation Sets of Authentic 
Tobacco Samples Measured Using the MicroNIR™. 
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Figure 26. PLSR Scatter Plots of Nominal Versus Predicted Carbon 
Monoxide Concentrations for (a) Calibration, and (b) Validation Sets of 
Authentic Tobacco Samples Measured Using the MicroNIR™ 
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PLSR models showed varying accuracy in predicting NIC and CO 
concentrations in tobacco products with ranges of 0.06—0.11% m/m for NIC 
and 0.5-1.2% m/m for CO. Despite higher CO concentrations, the CO 
model (Model 2) had a lower accuracy (r2 values of 0.59 and 0.47 for 
calibration and prediction sets), while the NIC model (Model 1) 
demonstrated somewhat greater accuracy (r2 values of 0.74 and 0.86). Both 
models displayed significant inaccuracy when forecasting concentrations 
using FTIR due to its limitation in identifying concentrations below 15% 
m/m [32]. 


The combination of PLSR with NIR (Models 5 and 6) produced highly 
accurate models for CO and NIC measurement, demonstrating precision 
and accuracy. Model 5 showed excellent NIC concentration prediction 
accuracy (12 values of 0.99 for both calibration and validation sets) with 
extremely low errors (RMSEC, RMSEP, and RSEP values of 0.0022% 
m/m, 0.0054% m/m, and 6%). Model 6 demonstrated excellent CO 
prediction accuracy (r2 values of 0.99 and 0.988 for calibration and 
validation sets) with improved repeatability (RSEP of 2.71% m/m). 
Combining PLSR and NIR proved more accuracy than FTIR or Raman, as 
NIR_ spectra captured physicochemical properties, offering greater 
responsiveness to material variations [22]. 


Handheld FTIR, Raman, and NIR spectroscopy are quick, mobile, and 
non-destructive techniques with minimal sample preparation. FTIR takes 
around three minutes per sample, while Raman and NIR can measure a 
replicate in less than a minute, making them faster. FTIR requires less 
sample and both FTIR and Raman have built-in identification algorithms, 
while NIR does not. FTIR and NIR were partially successful in identifying 
counterfeit tobacco samples, however, Raman was ineffective. 


3.4.1.2. Multiple Linear Regression (MLR). The figures show the 
values obtained for MLR models created using FTIR, Raman, and NIR 
MSC-DI1 spectra. The highest and lowest r? calibration values were seen for 
model 3 (0.558) and model 2 (0.093), respectively. 
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Figure 27. MLR Scatter Plots of Nominal Versus Predicted Nicotine 
Concentrations for (a) Calibration, and (b) Validation Sets of Authentic 
Tobacco Measured Using the Mobile-IR FTIR spectrometer. 


School of Pharmacy © 77 
Volume 1 Issue 2, Fall 2023 we UMT 


Identification of Counterfeit Tobacco... 


1.2 
7 PSEC =33.20% e & 
E e 
° 

= 1 8 f% 
2 ———_—_—_—*_ * tL ea 
2 e @ 
go8) @ e *,e a 
& 
506 
c 
° 
Ei ws y= 0.093x + 0.934 
= R?= 0.093 
® 0.2 
ao 

0 

0 0.2 0.4 0.6 0.8 { 1.2 14 


Nominal concentration (% mm) 


1.2 
e 

= RSEP =30.75% 
c 4 
= a 
2 ; e 
= ® 
c 0.8 é 
w 
5 06 
e 
S 
3d 
3 y = 0.1502x + 0.7871 
@ 0.2 R?= 0.2555 
i” 

0 

0 0.2 0.4 0.6 0.8 1 1.2 1.4 


Nominal concentration (% mm) 


Figure 28. MLR Scatter Plots of Nominal Versus Predicted Carbon 
Monoxide Concentrations for (a) Calibration, and (b) Validation Sets of 
Authentic Tobacco Measured Using the Mobile-IR FTIR Spectrometer 
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Figure 29. MLR Scatter Plots of Nominal Versus Predicted Nicotine 
Concentrations for (a) Calibration, and (b) Validation Sets of Authentic 
Tobacco Measured Using the Handheld Raman Analyzer. 
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Figure 30. MLR Scatter Plots of Nominal Versus Predicted Carbon 
Monoxide Concentrations for (a) Calibration, and (b) Validation Sets of 
Authentic Tobacco Measured Using the Handheld Raman Analyzer 
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Figure 31. MLR Scatter Plots of Nominal Versus Predicted Nicotine 
Concentrations for (a) Calibration, and (b) Validation Sets of Authentic 
Tobacco Measured Using the MicroNIR™ 
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Figure 32. MLR Scatter Plots of Nominal Versus Predicted Carbon 
Monoxide Concentrations for (a) Calibration, and (b) Validation Sets of 
Authentic Tobacco Measured Using the MicroNIR™ 


MLR models, using MSC-D1 Raman spectra, showed low prediction 
accuracy for CO and NIC concentrations with NIC model (Model 3) having 
subpar accuracy (r2 values of 0.558 and 0.093) and CO model (Model 4) 
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exhibiting even lower accuracy (12 values of 0.484 and 0.001). Despite a 
larger concentration range for CO, there was no correlation between CO and 
NIC concentrations and Model 3 demonstrated better repeatability with near 
RMSEC and RMSEP values. 


MLR models, based on NIR MSC-D1 spectra, demonstrated poor 
accuracy for NIC (Model 5) and CO (Model 6) concentrations, with low 12 
values (0.322, 0.295 for NIC; 0.217, 0.234 for CO) for calibration and 
validation sets. Despite low precision, the models showed repeatability 
indicated by consistent RMSEC and RMSEP values (0.025, 0.025 for 
Model 5; 0.17, 0.17 for Model 6). While, RSEP scores (27% for Model 5, 
17% for Model 6) indicated moderate accuracy in predicting concentrations 
outside the system. 


Handheld FTIR, Raman, and NIR spectroscopy offer quick, portable, 
and non-destructive methods with minimal sample preparation. FTIR takes 
about three minutes per sample, while Raman and NIR instruments measure 
a replicate in less than a minute, making them faster. FTIR requires less 
sample, however, Raman yields the lowest spectral quality. FTIR and NIR 
were somewhat useful to identify counterfeit tobacco with FTIR spectra 
combined with PCA having some success. For quantifying NIC and CO 
concentrations, FTIR produced acceptable accuracy for NIC, Raman PLSR 
models were less accurate, and NIR showed accurate PLSR models with 
high precision. However, all three methods produced poor MLR models for 
NIC and CO. Overall, FTIR MLR models were the most accurate, while 
Raman MLR models performed the poorest. 


4. CONCLUSION 


The current study explored the efficacy of handheld FTIR, Raman, and 
NIR spectroscopy combined with chemo-metrics to detect counterfeit 
tobacco and quantify the nicotine and carbon monoxide levels. While, FTIR 
with CWS showed an 80% success rate to identify counterfeit products and 
FTIR-PLSR accurately predicted nicotine concentration. Raman techniques 
faced challenges due to sample colour. The study suggested potential 
improvements with surface-enhanced Raman spectroscopy for better 
Raman signal and emphasized the need for larger sample sizes in future 
studies for statistical significance. Further research could explore varying 
nicotine concentrations' impact on spectroscopy and assess binary mixtures 
for incremental concentrations. 
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